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WARRANTY 


Wavetek warrants that all products of its own manufacture conform to Wavetek specific- 
ations and are free from defects in material and workmanship when used under normal 
operating conditions and within the service conditions for which they were furnished. 


The obligation of Wavetek hereunder shall expire one (1) year after delivery and is limited 
to repairing, or at its option, replacing without charge, any such product which in 
Wavetek’s sole opinion proves to be defective within the scope of this Warranty. In the 
event Wavetek is not able to repair or replace defective products or components within a 
reasonable time after receipt thereof, Buyer shall be credited for their value at the 
Original purchase price. 


Wavetek must be notified in writing of the defect or nonconformity within the warranty 
period and the affected product returned to Wavetek’s factory or to an authorized service 
center within thirty (30) days after discovery of such defect or nonconformity. Shipment 
shall not be made without prior authorization by Wavetek. 


This is Wavetek’s sole warranty with respect to the products delivered hereunder. No 
statement, representation, agreement or understanding, oral or written, made by an 
agent, distributor, representative or employee of Wavetek, which is not contained in this 
warranty, will be binding upon Wavetek, unless made in writing and executed by an 
authorized Wavetek employee. Wavetek makes no other warranty of any kind whatso- 
ever, expressed or implied, and all implied warranties of merchantability and 
fitness for a particular use which exceed the aforestated obligation are hereby 
disclaimed by Wavetek and excluded from this agreement. Under no cir- 
cumstances shall Wavetek be liable to Buyer, in contract or in tort, for any special, 
indirect, incidental or consequential damages, expenses, losses or delays however 
caused. | 
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SAFETY 


This instrument is wired for earth grounding via the facility power wiring. Do not bypass 
earth grounding with two wire extension cords, plug adapters, etc. 


BEFORE PLUGGING IN the instrument, comply with installation instructions. 


MAINTENANCE may require power on with the instrument covers removed. This should 
be done only by qualified personnel aware of the electrical hazards. 


The instrument power receptacle is connected to the instrument safety earth terminal 
with a green/yellow wire. Do not alter this connection. (Reference: © or /\ stamped 
inside the rear panel near the safety earth terminal.) 


WARNING notes call attention to possible injury or death hazards in subsequent 
operations. 


CAUTION notes call attention to possible equipment damage in subsequent operations. 


1.1 THE MODEL 143 


The Model 143 20 MHz Function Generator is a precision 
source of sine, triangle and square waveforms, negative and 
positive pulses and dc levels. All are front panel and external 
control variable from 0.0001 Hz to 20 MHz and can be 
modulated, swept or de controlled over a 1000:1 range by 
an external voltage. Output can be continuous or the gener- 
ator can be triggered or gated by an external voltage or front 
panel switch. 


The waveform amplitude can be varied up to 30 volts peak- 
to-peak (open circuit) and attenuated up to 80 dB. Pulse 
amplitude can be varied from +15 volts peak (open circuit). 
DC voltage or de offset of signal is variable by front panel 
control and by external control between +15 volts (open cir- 
cuit). Waveform symmetry is variable from 19:1 to 1:19 for 
control of duty cycle and ramp rise/fall times. Triggered 
waveform start/stop point is adjustable for creation of spe- 
cial waveforms such as the haversine. A voltage representing 
generator frequency and a TTL level sync pulse at the fre- 
quency of the generator are auxiliary outputs. 


1.2 SPECIFICATIONS 
1.2.1 Versatility 


Waveforms 

Selectable sine “\y_ , square Bae triangle “V_, positive 
square Jl ,negativesquare wr , TTLsync pulse anddc. 
Symmetry of waveforms may be varied for sawtooth and 
variable duty cycle pulses. 


Operational Modes 
Continuous: Generator oscillates continuously at selected 
frequency. 


Triggered: Generator is quiescent until triggered by an 
external signal or manual trigger, then generates one cycle 
at selected frequency. 


Gated: As triggered mode, except generator oscillates for 
the duration of the gate signal. 


SECTION 
GENERAL DESCRIPTION 


Frequency Range 
0.0001 Hz to 20 MHz in 10 overlapping ranges with 1% 
vernier control. 


Function Output 

Nig air _\y selectable and variable to 30V p-p (15V p-p 
into 502). m , uw, to 15 Vp (7.5 Vp into 5002). All 
waveforms and dc can supply 150 mA peak current and 
may be attenuated to 60 dB in 20 cB steps with an additional 
20 dB vernier. 


DC Output and DC Offset 

Selectable thru FUNCTION OUT output. Controlled by 
front panel control or by applying an external voltage. Ad- 
justable between + 14.4 Vdc (+ 7.2 Vdc into 50) with signal 
peak plus offset limited to + 14.4 Vdc (+ 7.2 Vdc into 500). 
External offset sensitivity approximately —1 V/V with 
output into open circuit. DC offset and output wave- 
form attenuated proportionately by the 60 dB output 
attenuator. 


Sync Output 
A TTL level pulse. Will drive 50Q termination. 


GCV — Generator Controlled Voltage 
At GCV OUT connector, a 0 to +2V signal proportional to 
generator frequency. 600{2 source impedance. 


VCG — Voltage Controlled Generator 

Up to 1000:1 frequency change with external 0 to 2 volt 
signal to VCG IN connector. Upper and lower frequencies 
limited to maximum and minimum of selected range. 

Slew rate: 2% of range per ws. 

Linearity: 

+0.2% for 10 Hz to 200 kHz. 

+0.75% for 0.001 Hz to 2 MHz. 

Inout Impedance: 2 kQ2. 


Trigger and Gate 

Input Range: 1V p-p to+10V. 

Impedance: 10 k{2, 33 pF. 

Pulse Width: 25 ns minimum. 

Repetition Rate: 10 MHz maximum. 

Adjustable Triggered Signal Start/Stop Point (sine and tri- 
angle only): Approximately —90° to +90° to 2 MHz. 
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Symmetry . 

Symmetry of all waveform outputs is continuously adjust- 
able from 1:19 to 19:1. Varying symmetry provides variable 
duty cycle pulses, sawtooth ramps and distorted sine waves. 


NOTE 


When SYMMETRY control is used, indicated 
frequency is divided by approximately 10. 


1.2.2 Frequency Precision 


Dial Accuracy 
+3% of full range from X .01 Hz to X 1 MHz. 
+5% of full range on X 10 MHz. 


Time Symmetry 

Square wave variation less than: 
+1% from 0.001 Hz to 200 kHz 
+0.5% from 20 Hz to 20 kHz 


1.2.3. Amplitude Precision 


Amplitude Change With Frequency 
Sine variation less than: 

0.1 dB for 0.001 Hz to 200 kHz 
0.5 dB for 200 kHz to 2 MHz 

3.0 dB for 2 to 20 MHz 


Step Attenuator Accuracy 
0.3 dB per 20 cB step at 2 kHz. 


1.2.4 Waveform Characteristics 


Sine Distortion 

< 0.5% on X 100 Hz to X 10 kHz. 

< 1.0% on X .01 to X 10 Hz and X 100 kHz. 

All harmonics 34 dB below fundamental on X 1 MHz. 
All harmonics 26 dB below fundamental on X 10 MHz. 
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Square Wave Rise/Fall Times 
At FUNCTION OUT < 20 ns for 15V p-p output into 502 
load. 


1.2.5 General 


Stability 

Short Term: +0.05% for 10 minutes. 

Long Term: +0.25% for 24 hours. 

Percentages apply to amplitude, frequency and dc offset. 


Environmental 
Specifications apply at 25°C +5°C. Instrument will operate 
from 0°C to 50°C ambient temperatures. 


Dimensions 
28.6 cm (11% in.) wide; 13.3 (5% in.) high; 
27.3 cm (10% in.) deep. 


Weight 
5 kg (11 Ib) net; 6.6 kg (14% Ib) shipping. 


Power 
90 to 105V, 108 to 126V, 198 to 231V and 216 to 252V 
selectable; 48 to 400 Hz; less than 30 watts. 


NOTE 


All specifications apply from 10 to 100% of a 
selected frequency range, when FUNCTION 
OUT is at maximum and 50Q terminated, with 
SYMMETRY control at OFF. Symmetry and 
vernier affect frequency calibration. Maximum 
possible asymmetry is a function of frequency 
setting. 


2.1 MECHANICAL INSTALLATION 


After unpacking the instrument, visually inspect all external 
parts for possible damage to connectors, surface areas, etc. 
If damage is discovered, file a claim with the carrier who 
transported the unit. The shipping container and packing 
material should be saved in case reshipment is required. 


2.2 ELECTRICAL INSTALLATION 
2.2.1 Power Connection 


WARNING 


To preciude injury or death due to shock, the - 
third wire earth ground must be continuous to 
the facility power outlet. Before connecting to 
the facility power outlet, examine extension 
cords, autotransformers, etc., between the in- 
strument and the facility power outlet for a 
continuous earth ground path. The earth ground 
path can be identified at the plug on the instru- 
ment power cord; of the three terminals, the 
earth ground terminal is the nonmatching shape, 
usually cylindrical. 


CAUTION 


To prevent damage to the instrument, check for 
proper match of line and instrument voltage 
and proper fuse type and rating. 


NOTE 


Unless otherwise specified at the time of pur- 
chase, this instrument was shipped from the 
factory with the power transformer connected 
for operation on a 108 to 132 Vac line supply 
and with a 0.5 amp slow blow fuse. 


Conversion to other input voltages requires a change in rear 
panel fuse-holder voltage card position and slow blow fuse 
according to the following table and procedure. 


Card Position Input Vac Fuse 
100 90 to 105 0.5 amp 
120 108 to 126 0.5 amp 
220 198 to 231 0.25 amp 
240 216 to 252 0.25 amp 


SECTION 
INSTALLATION 


1. Open fuse holder cover door and rotate fuse pull to 
left to remove the fuse. 


2. Select operating voltage by orienting the printed 
circuit board to position the desired voltage on the 
top left side. Push the board firmly into its module slot. 


Ss Rotate the fuse-pull back into the normal position 
and insert the correct fuse into the fuse holder. Close 
the cover door. 


4. Connect the ac line cord to the mating connector at 
the rear of the unit and the power source. 


2.2.2 Signal Connections 


Use 3 foot RG58U 5022 shielded cables equipped with fe- 
male BNC connectors to distribute all input and output 
signals. 


2.3 ELECTRICAL ACCEPTANCE CHECK 


This checkout procedure is a general verification of generator 
operation. Should a malfunction be found, refer to the war- 
ranty in the front of this manual. 


A two channel oscilloscope, four 3 foot 5022 coax cables 
with female BNC connectors, a coax tee connector and a 


function generator are required for this procedure. 


Preset the generator front panel controls as follows: 


Control Position 
Dat Aiea hace ae ete 2 ee 1.0 
GENERATOR MODE ...............2-000- CONT 
TRIGGER LEVEL .............. 00000. 9 o'clock 
TRIGGER START/STOP................-. 0° CAL 
ATTENUATION. 4 <64 ese sauthaww eae Baked: ) 
ATTENUATION VERNIER..............- Full cw 
EUING TION os coos corecn wear ooh cheats cds tree eee alae ", 
DC OFFSET 5st ek ee 2 CLES Boks OFF 
GVIAIME CRY aco cata dnd, gk na eee ee OFF 
FREQUENCY MULT .................-0005 1K 
VERNIER 6 seed et ek ate Bares On Meee s Full cw 


Set up the oscilloscope, Model 143 and external generator 
as shown in figure 2-1. 
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POWER 


Dial 


FREQUENCY MULT 


VERNIER 
ATTENUATION 
ATTENUATION VERNIER 


DC OFFSET 


Function Generator or 
Voltage Source 


SYNC OUT 
GCV OUT (REAR PANEL) CH 2 


OSCILLOSCOPE 


CH 1 


Figure 2-1. Initial Setup 


FUNCTION GENERATOR 
OR VOLTAGE SOURCE 
INITIALLY OFF 


Table 2-1. Acceptance Procedure 


ON 


Rotate dial. Return to 1.0. 


Rotate switch. Return to 1K. 


Rotate ccw: Return to CAL. 


Rotate ccw. Return to 0. 


Rotate ccw. 


Rotate cw. Return to OFF. 


Vary input voltage. 


Observe 
1 kHz square wave. 
Rotation ccw increases frequency of square on 
one channel and dc level on other channel; cw 


decreases frequency and dc level. 


Rotation cw increases frequency; ccw decreases 
frequency (dc level not affected). 


Rotation ccw gives a small decrease in frequency. 
Rotation ccw reduces square wave amplitude. 
Square wave amplitude decreases. 

Square wave isimmediately offset below previous 
level; then waveform moves up to a positive level. 
OFF returns waveform to original position. (Clip- 


ping occurs at +15V.) 


Waveform dc level varies. 


Remove EXT DC OFFSET IN cable and connect to VCG IN connector. Remove GCV OUT cable. 


- Function Generator or 


Voltage Source 
ATTENUATION VERNIER 


FUNCTION 


SYMMETRY 


Vary input voltage; then dis- 
connect input. 


Rotate cw. 


Rotate toDC, “VU, \ , 
lh. JL. LU, then \ . 


Rotate cw, then to OFF. 


Frequency increases with increased voltage, de- 
creases with decreased voltage. 


Note dc level on scope. \y , “y and ‘ly 
should be centered on dc level. |] should rest 
on dc level, LJ should rise to dc level. 


Waveform changes from “v to “VY to NX 


and frequency decreases, thento “at 
original frequency. 


Table 2-1. Acceptance Procedure (Continued) 


GENERATOR MODE GATE 


Observe 


13 A dc level. 


A series of sine waves. 


MANUAL TRIG Press down. 


Set up a trigger source as shown in figure 2-2. Trigger on triangle waveform. Set trigger source at 100 Hz Uae 


15 TRIGGER LEVEL Rotate knob. Set for several Knob varies number of cycles gated. 
cycles. 
16 GENERATOR MODE TRIG One cycle per trigger cycle. 
17 TRIGGER START/STOP Rotate knob, then to 0° CAL. CW starts sine wave at +90° ; ccw starts sine wave 


° . . . 
at —90 . Fully cw gives continuous sine waves. 


MODEL 143 OSCILLOSCOPE 


FUNC OUT FUNCTION GENERATOR 


Figure 2-2. Second Setup 
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3.1 CONTROLS AND CONNECTIONS 


The generator front panel controls and connectors are 
shown in figure 3-1 and keyed to the following descriptions. 


® 


POWER Switch 


Turns generator on and off. 


@ 


Frequency Dial 


Settings under the dial index mark multiplied by 
determine the output signal frequency. The 
frequency can be varied by the vernier and 
the VCG signal 


GENERATOR MODE Switch 


Selects one of the following three modes. 


POWER 


MANUAL 
TRIGGER 


TRIGGER LEVEL © 
GENERATOR MODE 


\ SYMMETRY 
J (FREQ > 10} 


f- KS | 


FREQUENCY 
MULT (Hz) 


DC OFFSET 


TRIG IN 


Figure 3-1. 


SECTION 
OPERATION 


CONT — Continuous output at FUNCTION OUT, 
and SYNC OUT connectors. 


TRIG — DC level output at both output connectors 
until the generator is triggered by MANUAL TRIG- 
GER switch or with a signal at the TRIG IN con- 
nector. When triggered, the generator output is 
one cycle of waveform or one pulse period followed 
by a dc level. 


GATE — As for TRIG except the output is contin- 
uous for the duration of the trigger signal at TRIG 
IN. The last cycle or period started is completed. 


TRIGGER LEVEL Control 


Determines the level at which the input trigger 
signal at the TRIG IN connector is accepted 


MODEL 143 
20 MHz FUNCTION GENERATOR 


9¢ 
O* cay 
TRIGGER 
START /STOP 


FUNCTION 
VL an 


ATTENUATION (dB) 
VERNIER © 


FUNCTION 
OUT 2 


Controls and Connectors 
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as a trigger or gate in the trigger and gate modes. 
The trigger level can be varied from fully cw, where 
a positive-going excursion thru approximately —10V 
is a trigger, to fully ccw, where a positive-going ex- 
cursion thru approximately +10V level is a trigaer 


MANUAL TRIGGER Switch 


ATOR MODE switch is at TRIG or GATE. 
In trigger mode, one cycle is output when the 
switch is pressed. In gate mode, cycles are contin- 
uously output as long as the switch is held down. 


Triggers or gates the eos signal when GENER- 


NOTE 
Set TRIGGER LEVEL (8) fully cew. 


TRIGGER START/STOP Control 


Sets the start and stop point of the sine or triangle 
waveform appearing at . Usually used in the 
trigger mode and in combination with to 
create desired waveforms. 0° CAL position ensures 
conventional waveforms symmetrical about O Vdc. 


ATTENUATION Control 
Outer knob reduces output voltage level of all 


output at FUNCTION OUT with increasing steps 
of attenuation. 


VERNIER Control 
Inner knob is a 20 dB vernier which controls the 


output within the steps of the outer knob. DC and 
offset voltages are not affected by this control. 


FUNCTION OUT Connector 


The main output of the generator. The output of 
the function selected. 


SYNC OUT Connector 
Furnishes a TTL pulse for each cycle or period of 


the generator. To be used for scope or similar syn- 
chronization. 


FUNCTION Switch 


Selects one of six output signals: dc, waveforms 
or pulses. 


DC OFFSET Control 


Offsets the waveform or dc level at (7) from 
—14.4 to +14.4 (open circuit; + 7.2V into 500). 
An OFF position ensures no offset. 


SYMMETRY Control 


Normal symmetrical output results when SYM- 
METRY is set to OFF; an asymmetrical, or un- 
balanced, waveform results when SYMMETRY 
is set between JLJ and JU . (Asymmetrical 
Operation reduces generator frequency to approx- 
imately 1/10th the normal output.) Figure 3-2 
shows the effect of SYMMETRY control on the 
waveforms. 


NOTE 


When SYMMETRY control is used, the output 
frequency is different from the dial indicated 
frequency. The maximum symmetry ratio ob- 
tainable also depends on the frequency dial set- 


ting. 
ASYMMETRYJLI = symmMeTRY  asymmetRyt LU 
(ROTATE CCW) (NORM) (ROTATE CW) 


RE APD FL FOE 


“S ININ IP FOF 


eed eas 6 dg gs i 2e=Ttey* 


5 eames x Jap Lt pa iy Lees a ele 9 je [Eee i Coes oI 


@) 


Figure 3-2. Effect of SYMMETRY Control 


TRIG IN Connector 


Accepts a 1V p-p to +10V external signal to trigger 
the generator. (Up to +50V will not damage cir- 
cuitry.) Triggers on rising edge of input which 
crosses TRIGGER LEVEL (3) setting from nega- 
tive to positive. 


VCG IN Connector 


Accepts 0 to +2V ac or dc voltages to vary up to 
1000:1 the frequency and period of the outputs. 


The upper and lower limits are defined by the 
maximum and minimum dial settings multi- 
plied by . VCG input will not drive the gen- 
erator beyond the normal dial limits of a range. 


FREQUENCY MULT Switch 


The outer knob selects one of ten frequency 
multipliers for the dial (2) setting. 


VERNIER Control 


A fine adjustment of the frequency dial (2) 
setting. 


Not GCV OUT Connector (Rear Panel) 

Shown 
This connector gives a 0 to +2V signal propor- 
tional to the frequency of the generator within 
any given range. The signal can be used as the 
X drive for X-Y recorders. 


Not EXT DC OFFSET IN Connector (Rear Panel) 
Shown 
Applied voltage offsets the selected waveform lin- 
early. Offset is 1V for each —1V applied with out- 
put connected into an open circuit. Maximum input 
is t15V. Offset is affected by the attenuator (6) . 


3.2 OPERATION 


Perform the initial checkout in Section 2 for the feel of the 
instrument. Any questions concerning individual controls 
and connectors may be answered in paragraph 3.1. 


3.2.1 Signal Termination 


Proper signal termination, or loading, of the generator con- 
nectors is necessary for its specified operation. For example, 
the proper termination of the main output is shown in 
figure 3-3. Placing the 50Q2 terminator, or 5022 resistance, 
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LOAD) 
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AMPLIFIER RECEIVING 


INSTRUMENT 


Figure 3-3. Signal Termination 


in parallel with a higher impedance matches the receiving 
instrument input impedance to the generator output im- 
pedance, thereby minimizing signal reflection or power loss 
on the line due to impedance mismatch. 


3.2.2 Voltage Controlled Function Generator Operation 


Operation as a voltage controlled function generator (VCG) 
is as for a manually controlled function generator, only the 
frequency within particular ranges is additionally controlled 
with dc levels (2V excursions) injected at the VCG IN con- 
nector. Set the frequency dial to a reference from which 
the frequency is to be voltage controlled. 


1. For frequency control with positive dc inputs at VCG 
IN, set the dial for a lower frequency limit. 


ye For frequency control with negative dc inputs at VCG 
IN, set the dial for an upper frequency limit. 


3. For modulation with an ac input at VCG IN, set the 
dial at the desired center frequency. Do not exceed 
the maximum dial range of the selected frequency 
range. 


Figure 3-4 is anomograph with examples of dial and voltage 
effects. Example 1 shows that with OV VCG input, fre- 
quency is as determined by the main dial setting, 1.0 in this 


MAIN DIAL VCG IN OUTPUT 
SETTING VOLTAGE FREQUENCY 

FACTOR 
2.0 -2.0 002 

1.8 -1.6 2 

1.6 ey 4 

1.4 - 8 4 6 

er® — 
Exe 
1.2 a 8 
- 
: = -_ 
10+ = + sg anit es a 1.0 
N 
N 
8 ‘ + 4 1.2 
\ 
6 : 8 1.4 
\ 
\¢ 
4 +1.2 Vu, 1.6 
0) 
2 +1.6 Ne 18 
\ 
AN : 
.002 +2.0 2.0 


Figure 3-4. VCG Voitage-to-Frequency Nomograph 
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example. Example 2 shows that with a positive VCG input, 
output frequency is increased. Example 3 shows that with a 
negative VCG input, output frequency is decreased. (Note 
that the Output Frequency Factor column value must be 
multiplied by a frequency range multiplier to give the actual 
output frequency.) 


NOTE 


The frequency vernier must be rotated fully 
cew for 1000:7 range. 


Nonlinear operation results when the VCG input 
voltage is excessive; that is, when the attempted 
generator frequency exceeds the range setting 


TRIG IN (GATE MODE) 


GENERATOR BASIC “, 
WAVEFORM (NOT OUTPUT) 


1 
GENERATOR Basic |], 
WAVEFORM (NOT OUTPUT) 


SYNC OUT 


aameae 2 

TN If he 
1 

Ve , | 
I 

Ae Oe Ae Ae 
— DC OFFSET 
| 

ar ov— | | | | | | | | 

! 


(2 times the multiplier setting) or in the other 
direction, 1/1000th of the range setting. 


The up to 1000:1 VCG sweep of the generator frequencies 
available in each range results from a 2V excursion at the 
VCG IN connector. With the frequency dial set to 2.0, ex- 
cursions between —2V and OV at VCG IN provide the up to 
1000:1 frequency sweep. With the dial set to .002, excur- 
sions between OV and +2V at VCG IN provide the up to 
1000:1 sweep within the set frequency range. 

3.2.3. Waveforms 


See figure 3-5 for definition of controllable waveform 
characteristics. 


TRIGGER LEVEL 


- le— PERIOD 


OUTPUT AMPLIFIER FIXED DELAY —>| |e 


AMPLITUDE 


{ 
JU Ge Vash Wher ee dae 
I ree ee ea) Beek ae 


\), OFFSET 
‘\y, OFFSET 
FUNCTION 
OUT 
TRIGGERED “\y START/STOP: 0° 


NOTES 


~ 


Period is controlled by the generator frequency setting. 


+45° 


‘ 
A\ FE - 


+90° —90° 
4 


2. In trigger mode, just one period is generated for each trigger pulse. 


3 DC offset plus peak waveform voltage > | 7.5V | causes waveform clipping. 


Figure 3-5. Waveform Characteristics 
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Figure 4-1. Overall Block Diagram 
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4.1 BASIC WAVEFORM DEVELOPMENT 


The heart of the generator (the bold path in figure 4-1) is a 
triangle and square wave generator. The triangle waves are 
developed by capacitor charging ramps that are alternately 
reversed in polarity. The polarity reversal is caused by a flip- 
flop circuit, or hysteresis switch, that in turn produces the 
square waves. The flip-flop changes states upon detecting 
amplitude limits of the charging ramps through the triangle 
amplifier. 


As shown in figure 4-1, the VCG dial buffer sums the cur- 
rents from the frequency dial, frequency vernier and VCG 
in connector. The VCG dial buffer is an inverting amplifier 
whose output voltage is used to control a positive current 
source and a negative current source. For symmetrical out- 
put waveforms, the currents from the two current sources 
are equal and directly proportional to the voltage of the 
VCG dial buffer output. The diode gate, which is controlled 
by the hysteresis switch, is used to switch the positive or 
the negative current to the integrating capacitor selected by 
the frequency multiplier. If the positive current is switched 
into the integrating capacitor, the voltage across the capaci- 
tor will rise linearly to generate the triangle rise transition. 
If the current is negative, the voltage across the integrating 
capacitor will fall linearly to produce the fall transition. 


The triangle amplifier is a unity gain amplifier whose output 
is fed to the hysteresis switch. The hysteresis switch has two 
voltage limit points (+1.25 aand —1.25V) at its input. 


During the time the output voltage of the triangle amplifier 
is rising, the output voltage of the hysteresis switch is posi- 
tive, but when the output voltage of the triangle reaches 
+1,25V, it triggers the hysteresis switch causing the output 
to switch negative. Once the control voltage into the diode 
gate becomes negative, it will switch the positive current 
out and switch the negative current in to the integrating 
capacitor, so that the voltage across the capacitor will re- 
verse, starting a linear decrease of the waveform. When the 
decreasing voltage reaches —1.25V, the output of the hys- 
teresis switch will switch back to positive, reversing the 
‘process. This action generates the triangle waveform as 
shown in figure 4-2. Since the output of the hysteresis switch 
is a square wave, the result is simultaneous generation of a 
square wave and a triangle wave at the same frequency. 
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SWITCH 


Figure 4-2. Basic Generator and Timing Diagram 


The output frequency is determined by the magnitude of 
the capacitor selected by the frequency multiplier and the 
magnitude of the positive and negative current sources. Since 
the current sources are linearly proportional to the control 
voltage of the VCG circuit, the output frequency will also 
be linearly proportional to the control voltage. 


When the symmetry control is turned on, the current of the 
negative current source is decreased by 19 times, and the 
fall time of the triangle is 19 times longer than the rise time 
of the triangle, resulting in an unsymmetrical waveform and 
a division of the frequency by a factor of 10. Gradually in- 
creasing the current from the negative current source and 
decreasing the current from the positive current source 
causes the time for the triangle to complete one cycle to 
remain constant, while the symmetry of the output wave- 
form is continuously varied. 


The output of the hysteresis switch is fed to the sync ampli- 
fier and also the square wave shaper. The square wave shaper 
consists of a shaping circuit which limits the square wave 
output swing to+1.25V. For positive pulse outputs, it limits 
the output voltage swing from —1.25 to OV; and for negative 
pulse outputs, it limits the output swing from 0 to +1.25V. 


4-1 


The triangle wave from the triangle amplifier is coupled 
through a buffer amplifier and made available to the func- 
tion selector switch. The buffer amplifier provides a low 
impedance to drive the sine converter circuit. The sine con- 
verter, using the nonlinear characteristics of its diodes, 
converts the triangle wave into a sine wave. 


The square wave from the sync amplifier, processed through 
a one-shot and the sync out buffer, is externally available at 
the sync out connector. The sync pulse, then, is a TTL level 
pulse output of the generator frequency. 


4.2 AMPLITUDE OFFSET AND ATTENUATION 


The selected waveform is inverted and amplified in the pre- 
amplifier. The preamplified waveform is sent to the output 
amplifier. 


The output amplifier is an inverting amplifier with a current 
limiting output stage for short circuit protection. The dc 
offset control provides the offset to the selected waveforms 
center reference. The dc offset can be set by voltage at the 
external dc offset connector. The output amplifier establishes 
the generator 0 dB attenuation reference. An output atten- 
uator decreases this reference amplitude in operator selected 
20 dB steps. The attenuator consists of three voltage dividers. 
Attenuation between the steps is provided by the attenuation 
vernier. 


4.3. TRIGGER AND GATE CONTROL 


Generator operation is controlled by allowing or preventing 
the timing capacitor to charge. For figure 4-3 shows in detail 
this portion of the circuit. For continuous operation, the 
trigger amplifier maintains a positive level above the positive 
peak developed by the charging capacitors. This reverse 
biases (turns off) the start/stop diode, and the trigger ampli- 
fier does not interfere with continuous operation. 


When the trigger amplifier outputs some level below the 
positive peak charging level, the diode is forward biased 
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(turned on) to sink the integrating current from the current 
source, preventing the capacitors from charging to the posi- 
tive peak. This stops waveform generation and holds the 
triangle output at some dc level called the trigger baseline. 
The trigger baseline is the level where a triangle waveform 
cycle starts and where it stops. This baseline is directly ap- 
plicable to the triangle waveform and thus affects the sine 
wave. The square wave levels, output via the hysteresis 
switch, are not affected by the triangle baseline levels. 


The normal trigger baseline is zero volts, analogous to 0° 
phase of a sine or triangle waveform. The trigger start/stop 
control offsets the trigger amplifier output and can change 
the baseline for starting and stopping a sine or triangle 
waveform from its negative peak (—90°) to its positive peak 
(+90°) range. At the extreme positive peak level setting, 
though, the diode is again reverse biased and generator oper- 
ation goes continuous. 


When charging level is being held, the positive current 
generator still varies its output with corresponding frequency 
control inputs. These varying currents must be sunk through 
the diode to keep the timing capacitors from varying their 
charge, and thus varying the trigger baseline. The baseline 
compensation circuit monitors the output from the positive 
current generator to control the trigger amplifier and thus 
control the necessary compensating current through the 


diode. 


The trigger control logic determines that after a waveform 
starts, it always stops at a complete cycle and at the same 
phase at which it started. The trigger control logic latches 
the trigger amplifier for an enabling output from the time 
the cycle starts to when the negative peak of the last cycle 
is reached (just one cycle in the trigger mode). Upon reach- 
ing the negative peak, the timing capacitor continues 
charging positive again, but stops upon reaching the trigger 
baseline. A square wave from the hysteresis switch synchro- 
nizes the last negative peak time for unlatching the trigger 
amplifier for its trigger baseline output. 


HYSTERESIS 
SWITCH 


TRI- 
ANGLE 
AMPL 


TRIGGER 
SQUARING 
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TRIGGER 
CONTROL 
LOGIC 


TRIGGER 
COMPEN- 
SATION 


TRIGGER 


LEVEL 
TRIGGER Fn aS EE 
+ 
OV gt) —~C~—~*~CSC 
®© - 
+ 
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Figure 4-3. Trigger Circuit and Timing 
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5.1 FACTORY REPAIR 


’ Wavetek maintains a factory repair department for those 
customers not possessing the necessary personnel or test 
equipment to maintain the instrument. If an instrument is 
returned to the factory for calibration or repair, a detailed 
description of the specific problem should be attached to 
minimize turnaround time. 


5.2 REQUIRED TEST EQUIPMENT 


Voltmeter ....... 0.1 mVdc resolution (0.1% accuracy) 
Oscilloscope, Dual Channel. ..... = 150 MHz bandwidth 
Distortion Analyzer .............22000.% To 600 kHz 
Counter ..........0000- To 20 MHz (0.1% accuracy) 
510 AP Agl 0 16 [ae ae +0.1% accuracy, 2W 
Generator 2 6 acre ale He aes 200 kHz signal, 2 to 20V p-p 


5.3 REMOVING GENERATOR COVERS 


1. Invert the instrument, remove the four screws in the 
cover. 


2. Turn the instrument upright, remove the top cover, 
and remove the four screws securing the bottom cover. 


3. Replace the top cover and turn the instrument upside 
down. 


NOTE 
Remove the bottom cover only when it is neces- 
sary to make adjustments or measurements. 


5.4 CALIBRATION 


After referring to the following preliminary data, perform 
calibration, as necessary, per table 5-1. If performing partial 


SECTION 
CALIBRATION 


calibration, check previous settings and adjustments for 
applicability. See figures 5-1 and 5-2 for calibration point 
location. 


1. Unless otherwise noted, all measurements made at the 
5092 OUT connector should be terminated into a50Q 
(£0.1%) load. 


2. Verify operation in TRIG and GATE modes by con- 
necting an external generator to the TRIG IN BNC 
and observing proper operation of TRIGGER LEVEL 
and TRIGGER START/STOP controls (paragraph 3.1). 


3. Verify SYNC QUT is an approximate 30 ns positive 
pulse into 5022 and that GCV OUT is a voltage pro- 
portional to dial position with a2V max (open circuit). 


4, Start the calibration by connecting the unit to an ac 
source and setting the front panel switches as follows: 


Dab pp Sets ei aah de ater Sa eah hero alee ieee ae .02 
PREO MULT & siSea taece fo oe ede see hs 100K 
FREQ VERNIER.............00c0 ee eee Full cw 
GENERATOR MODE ...............0000. CONT 
TRIGGER LEVEL & 647%. face ae we ew Se Full cow 
TRIGGER START/STOP..............05. 0° CAL 
SYMMETRY. o.d.504 scab tec e Sow ee hee dels . OFF 
(OC OFFSET sn tucawe samen aerceaea acened OFF 
FUNCTION ws, tix teiab- va aed decade dtpdon eiaare dads DC 
ATTENUATION ......... 0000 ce eee eeeue 2010 
ATTENUATION VERNIER...........005 Full cow 
POWER ss peer Sits sen des aaah de Seuthee eevee ON 


5. Allow the unit to warm up at least 30 minutes for 
final calibration. Keep the instrument covers on to 
maintain heat. Remove covers only to make. adjust- 
ments or measurements. 
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Table 5-1. Calibration Chart 


Desired 
Results 


Control 
Settings 


Step Remarks 


+15 +0.05 Vdc If voltage is incorrect, 


proceed to step 3. 


—15 +0.05 Vdc If voltage is correct, 


proceed to step 9. 


Steps 3 - 7 are on the trig/pulse board. Place the cover on the generator and turn it upright. Remove the top cover for access 
to the trig/pulse board. 


Power DVM TP1 (COM) R27 +15 +0.02 Vdc 
Supply TP2 
(+15 Vdc) 
—15 +0.05 Vdc 
TP4 +24 +1 Vdc 
TP5 —24 +1 Vde 
. +5 +0.2 Vdc 


If steps 3 - 7 were performed, place the cover on, invert the generator and warm up the generator for % hour. Remove the 
uppermost cover for generator board access when required. 


8 | Cap DVM TP5 (COM) <5mvV 
| Mult = |(DCV) TP1 
Balance 
9 Power FUNC- 0 +0.01 Vdc Terminate with 502 
Ampl TION load. 
Balance OUT 


ATTENUATION 0 +0.01 Vdc 
VERNIER: full cw 


10 Preamp 
Balance 


11 VCG Scope FUNCTION: "lL Minimum fre- Observe one cycle at 

Null quency shift 50us/div. Alternately 
short and open VCG 
IN BNC while adjust- 
ing R12. 


12 1000: 1 FREQ VERNIER: R13 < 1 cycle Scope on .5 ms/div. 
Freq full cow BOD (< 200 Hz) 
Freq 
| Adj 
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Step 


13 


15 


16 


17 


18 


19 


20 


21 


Main 
Sym- 
metry 


Sine Distortion 
Distor- Analyzer, 
tion Scope 


Frequency 
Counter/ 
Timer 


Main 
Freq 
Cap 
Mult 
Freq 
X 10M 
Freq 

xX 1M 
Freq 


Trigger 
Baseline 


Table 5-1. Calibration Chart (Continued) 


Control 


Desired 


Settings Results 


FUNC- R16 Symmetrical wave- 
TION BOD form 
OUT Sym 


FREO VERNIER: 
full cw 


Symmetrical wave- 
form 


Dial: 2.0 
FREQ MULT: 1K 


R120 
Triangle 
Balance 


Symmetrical 
residue 


Minimum sine 
distortion 


R93, 
R107 
Triangle 
Peaks 


FUNCTION: “VU 


FUNCTION: "Ly R4 2000 +10 Hz 
TOD 
Freq 

FREQ MULT: 10 20 +0.1 Hz 


FREQ MULT: 10M 
Dial: Vary 


Best frequency 
| tracking over 


X 10M range 


FREQ MULT: 1M 
Dial: Vary 


Best frequency 
tracking over 


X 1M range 


Adj 
C34 


FUNCTION: “Vv 
GENERATOR 
MODE: TRIG 
Dial: Vary 


Minimum shift of 
baseline around 
0 Vdc 


Remarks 


NOTE: Steps 13 and 
14 are interactive. 


Connect FUNCTION 
OUT to distortion 
analyzer and distor- 
tion analyzer output 
to scope. Set scope 
to .1V/div. Sync scope 
to SYNC OUT BNC 
loaded into 5022. 


If either adjustment is 
going near a stop, re- 
center both pots and 
return to step 15. 


Remove SYNC OUT 
cable. 


This adjustment must 
be made each time 
step 20 is done. 
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Figure 5-1. Generator Board 
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Figure 5-2. Trig/Pulse Board 
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6.1 FACTORY REPAIR 


Wavetek maintains a factory repair department for those 
customers not possessing the necessary persgnnel or test 
equipment to maintain the instrument. If an instrument is 
returned to the factory for calibration or repair, a detailed 
description of the specific problem should be attached to 
minimize turnaround time. 


6.2 TROUBLESHOOTING CHARTS 


Troubleshooting charts are given in figures 6-1 thru 6-9. 
The charts do not cover every possible trouble, but will be 
an aid in systematically isolating faulty components. 


Figure 6-1. Initial Checks, Generator Board 

Figure 6-2. Generator Loop Checks, Generator Board 
Figure 6-3. VCG Checks, Generator Board 

Figure 6-4. Generator Output Checks 

Figure 6-5. Trigger and Gate Mode Checks, Trig/Pulse Board 
Figure 6-6. Power Supply Checks, Trig/Pulse Board 

Figure 6-7. Generator Input and Output Checks 


6.3 TROUBLESHOOTING INDIVIDUAL COMPONENTS 
6.3.1 Transistor 


tT A transistor is defective if more than one volt is mea- 
sured across its base emitter junction in the forward 
direction. 


2. A transistor when used as a switch may have a few 
volts reverse bias voltage across base-emitter junction. 


3: If the collector and emitter voltages are the same, but 
the base emitter voltage is less than 500 mV forward 
voltage (or reversed bias), the transistor is defective. 


4. AA transistor is defective if its base current is larger 
than 10% of its emitter current (calculate currents from 
voltage across the base and emitter series resistors). 
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5. In a transistor differential pair (common emitter 
stages), either their base voltages are the same in 
normal operating condition, or the one with less 
forward voltage across its base emitter junction 
should be off (no collector current); otherwise, one 
of the transistors is defective. 


6.3.2 Diode 


Is A diode is defective if there is greater than one volt 
(typically 0.7 volt) forward voltage across it. 


6.3.3 Operational Amplifier (e.g., 741, 1458) 


1. The “+” and “—" inputs of an operational amplifier 
will have less than 15 mV voltage difference when 
operating under normal conditions. 


2. When the output of the amplifier is connected to the 
“—_" input (voltage follower connection), the output 
should be the same voltage as the ‘’+’’ input voltage; 
otherwise, the operational amplifier is defective. 


6.3.4 Capacitor 


1. Shorted capacitors have zero volts across their termi- 
nals. 


2. Opened capacitor can be located (but not always) by 


using a good capacitor connected in parallel with the 
Capacitor under test and observing the resulting effect. 


6.3.5 Digital TTL IC’s (e.g. 7400 Series) 


1. The device is operating correctly if the output high 
state is > +2.4V and low state is < +0.5V. 


2. The input must show the same two levels as in step 1. 


If the levels are between +0.8V and +2.0V, the con- 
nection to the driving circuit output is open. 
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FUNCTION OUT 


IS BAD 


PLACE ALL 
CONTROLS TO 
INITIAL* POSI- 
TIONS 


TRY EACH CONTROL IN OTHER 
POSITIONS, RETURNING TO 
INITIAL POSITION. IDENTIFICA- 
TION OF MALFUNCTION INDI- 
CATES WHICH CHART TO USE 


NO 


WAVEFORMS YES YES 
BAD OR MISSING 
? 
NO NO 
FREQUENCY YES “\V GOOD YES 
BAD | 
a ED 
SYMMETRY YES <é: 
BAD 
’ aD 
NO 
GOOD 
OFFSET YES N, a&Ny YES 
BAD BAD 
. | 5 > 
NO 
PROBLEM CHECK 
< BOTTOM FOUR CAPACITANCE 
FREQUENCY MULTIPLIER 
RANGES ONLY IC7 & 1C8 


? 
x 


PROBLEM IN TRIG 
& GATE MODES 


SYMMETRY 
CONTROL MAL- 
FUNCTIONS 


*SYMMETRY TO OFF, FREQ VERNIER TO CAL, 
DIAL TO 2.0, ALL OTHERS TO 12 O'CLOCK 
**SYMMETRICAL SQUARE OR OFFSET SQUARES 


+1.25V 
TRIANGLE 


AT TP2 
fd 


=> 


CHECK 
SINE CONVERTER 
CIRCUIT OR 
SWw4-C 


CHECK 
CR28 - 31, Q17, 
SW4-C, SW4-D 
& SW4-E 


CHECK 
> TRIANGLE BUFFER 


CIRCUIT 


CHECK 
IC3 OR SW2 & R30 


Figure 6-1. Initial Checks, Generator Board 
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GENERATOR LOOP 


PLACE ALL CON- 
TROLS IN INITIAL* 
POSITIONS 


+1.25V 
2 kHz TRIANGLE 


AT TP2 
? 


P1-9 +24 Vdc 
P1-8 —24 Vdc NO 

a P1-7 —15 Vde > TD 
P1-6 +15 Vdc 


AT R172 & R173** 


APPROX +10 Vde = No 
< AT Q4 & —10 Vdc >» 35 
AT O6 EMITTERS 


? 


YES 
VOLTAGE AT : 
WIPER SW1-F NO CHEC 
(GN WIRE) THE TRIANGLE AMPL 
SAME AS AT TP2 Q8 - Q12 CIRCUIT 
? 
YES 


APPROX 2 Vdc 
AT COLLECTOR 
< Q15 & OPPOSITE 
IN POLARITY TO 
THAT AT TP2 ? 


YES 


CHECK 
HYSTERESIS 
SWITCH ICO & 

Q15 - Q17 CIRCUIT 


VOLTAGE AT 
EMITTERS Q13 & 014 
< THE SAME AS AT 
COLLECTOR Q15 


? 
N~ 


CHECK 
INTEGRATOR Q13 
& Q14 CIRCUITS 
& DIODES CRE - CR9 
CR26 


NO 


*SYMMETRY TO OFF, FREQ VERNIER TO CAL, DIAL TO 2.0, ALL OTHERS TO 
12 O'CLOCK 
**A NEGATIVE VOLTAGE HERE STOPS GENERATOR FOR TRIGGERED OPERATION 
***USE SCOPE AND HIGH IMPEDANCE PROBE 


Figure 6-2. Generator Loop Checks, Generator Board 


PLACE ALL CON- 
TROLS IN INITIAL* 
POSITIONS 


VCG CHECK 


REMOVE ANY 
INPUTS TO 
VCG IN BNC 


+15 Vdc TO APPROX 

+150 mVdc AT E4AS 

DIAL IS ROTATED 
FROM 2.0 TO .02 


? 
Baa 


0 Vde +5 mV 
AT 1C1-2 AS DIAL 


IS ROTATED** 
? 


CHECK 
DIAL & E3 - E5 
WIRING 


CHECK 
IC1 CIRCUIT 


—5 TO™~0 Vde 
AT IC1-6 AS DIAL CHECK 
< IS ROTATED IC1 CIRCUIT 


FROM 2.0 TO .02 
? 
YES 


+10 TO +14.95 Vdc 
AT 1C4-3 AS DIAL IS 
ROTATED FROM 


2.0 TO .02 
? 


7 


—10 TO —14.95 Vde 

AT 1C5-3 AS DIAL IS 

ROTATED FROM 
2.0 TO .02 


? 


+10 TO+14.95 Vde 
ATEMITTERQ4AS_— NO 
< DIAL IS ROTATED 
FROM 2.0 TO .02 
? 
YES 


CHECK 
1C2,Q1 & Q2 
CIRCUITS 


CHECK 
1C4, Q3 & 04 
CIRCUITS 


—10 TO —14.95 Vdc 
AT EMITTERQ6AS. NO 
DIAL IS ROTATED 


FROM 2.0 TO .02 


? 
“NS 


CHECK 
CR6 - CRO & CR26 
INTEGRATOR 
CIRCUITS 


CHECK 
IC5,Q5 & Q6 
CIRCUITS 


YES 


*SYMMETRY TO OFF, FREQ VERNIER TO CAL, DIAL TO 2.0, ALL OTHERS TO 12 O’CLOCK 
**USE SCOPE AND HIGH IMPEDANCE PROBE FOR THIS AND SUBSEQUENT VCG MEASUREMENTS 


Figure 6-3. VCG Checks, Generator Board 


GENERATOR OUTPUT 
DISTORTED, CLIPPED, OFFSET, 


PLACE ATTENUA- 
TION VERNIER 
CCW, DC OFFSET 

OFF & ALL OTHER 
CONTROLS IN INI- 

TIAL* POSITIONS 


P1-9 +24 Vdc 
P1-8 --24 Vdc NO 

<a P1-7 —15 Vde > 7> 
P1-6 +15 Vdc 


CHECK 
FUNCTION 
SELECTOR 
CIRCUIT 


GOOD AT TP2, 


BAD AT TP3 TRIANGLE BUFFER 


ALL FUNCTIONS 
GOOD AT WIPER 
< sw4-c (WHT/ORN 
WIRE) WHEN SW4. . 
ROTATED ? 
YES 


ALL FUNCTIONS 
GOOD AT JUNCTION 
R271 & R185 WHEN 


SW4 ROTATED 
? 


REMOVE 
WHT/ORN WIRE 


STILL BAD 
? 


NO CHECK 


PREAMP CIRCUIT 


TURN ATTEN 
VERNIER CW 


CHECK 
OUTPUT ATTEN, 
FUNCTION OUT 


ALL FUNCTIONS 
YES ~GOOD AT JUNCTION 


BNC WIRING, EX- R224 & R226 
Latest ? *SYMMETRY TO OFF, FREQ VERNIER TOCAL, 
Dee DIAL TO 2.0, ALL OTHERS TO 12 O'CLOCK 


Figure 6-4. Generator Output Checks, Generator Board 
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PLACE GENERATOR 
MODE TO GATE 
(NO TRIG IN INPUT) 
& ALL OTHER CON- 
TROLS IN INITIAL* 
POSITIONS 


GENERATOR MODE CHECK 


SET TRIG LEVEL 
FROM CCW TO CW 
OF CENTER; IC3-1 
GOES FROM HIGH 
TO'LOW ? 


CHECK 
TRIG SQUARER 
CIRCUIT 


NO 


CHECK 
IC2, 1C3, SW1-A 
& SW4 


YES 


IC3-8 GOES 
FROM HIGH TO LOW 
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ASSY DRWG GENERATOR 
SCHEMATIC GENERATOR 
PCA, CURRENT LIMITER 
PLATE, SW 

CAP, CER, SPF, 1KV 


CAP, CER, 10PF, 1KV 


CAP, CER, 100PF, 1KV 
CAP, CER, .OO1MF, 1KV 


CAP, CER, MN, .O1MF, SOV 


CAP, CER, MON, . IMF, SOV 


CAP, CER. 150PF, 1KV 


CAP, CER, 330PF, 1KV 
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0101-00-0584 
0103-00~-05546 
143-1008 
008-004 
DD-050 
DD-100 
DD-101 
DD-102 


CACO2ZZ5U10372100A 


CACO03Z5U104Z050A 


WVTK 
WVTK 
WVTK 
WVTK 
CRL 
CRL. 


CRI. 


CR. 
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CORNG 


CORNG 


0161-00-0584 
0103-00-0556 
1208-00-1008 
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CAP, MICA, LOOPF. SOOV 


CAP, MICA, 1LSPF, 500V 


CAP, MICA, 220PF, S00V 
CAP, MICA, 30PF, S00V 
CAP, MICA, 47PF, SOOV 
CAP, MICA, 68PF, S00V 
CAP, MICA, B20PF, 300V 
CAP, POLYG, 1MF, 100V 


VARI, 3. 5-13PF, 250V 


CAP, TANT, IMF, 35V 
CAP, TANT, 22MF, 20V 
CAP, TANT, 27MF, 35V 
CAP, TANT, 5. OMF. 35V 


CAP SET, POLYC 
MIXED MATCHED SET 


CAP, POLYC, .O1MF, 100V 
PART OF 1509-80-0008 
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BISHOP GRAPHICS/ACCUPRESS 
REORDER NO. pets . 


DM15-101tU 
DM15-150uU 
DMi5-221U 
DM15-300V 
DM15-470J 
DM15-680U 
DM15-821F 


210-B1C-105F 


150D105xX9035A2 
202A2002226M3 
196D2746X003STE4 
130D565X9035B2 


180-501 
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15G0-13-0000 
1500-14-7000 
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1£00-18-2101 
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1500-72-2621 
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CAP SET, POLYC 1509-80-0008 

MIXED MATCHED SET 
C38 CAP, POLYC, . IMF, 100¥V 

PART OF 1509-80-0008 

aTY(1) 
a9 CAP, POLYG, IMF, 100V 

PART OF 1509-80-0008 

@TY<1) 
1 GENERATOR 1700-00-0556 w¥TK |1700-00-0556 | 1 
2 CONN, 9PIN 09-60-1091 MOLEX |2100-02-0082 | 1 
3 SOLDER LUG 1497 SMITH |2100-04-0012 | 4 
4 TERM 2000B1 useco |2100-05-0009 | 4 
5 PIN, MALE 61182-2 AMP —- |2100-05-0020 | 16 
6 HEAT SINK 207 WAKE |2800-11-0001 | 2 
NONE TRANSIPAD 10123N METRS |2a00-11-0003 | 2 
7 TRANSIPAD 10160 METRS |2800-11-0004 | 4 
NONE HEATSINK 2606SHSE WAKE |2800-11-0012 | 2 
FBI FERRITE BEAD 56-590-65/38 FERRX |3100-00-0001 | 1 
R4 R48 POT, TRIM, 1K FIARIK BECK |4400-01-0209 | 2 
R12 R162 R55 POT, TRIM, 10K 91AR10K BECK |4400-01-0315° | 3 
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R13 R1ié RiB1 R252 
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POT, TRIM, 100K 


FIARLOOK 


R107 R120 R93 POT, TRIM, 200 91AR200 


R35 POT, TRIM, 500 9LARSOO 4500-05-0104 


R276 POT. SWITCH. 10K 4402-01-0300 4602-01-0300 
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R10 


POT, CONT, 10K 
FROM: 4600-01-0312 


4609~71-0301 4809-71-0301 


R185 POT, CONT, 500 


FROM: 4400-05-0105 


4609-75-0101 4609-75-0101 
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R17 RES, C, 1/2W, 10%, 6. 8M RC20GF-685 STKPL |4700~-25-6804 1 

R118 R124 R127 R128 RES, MF, 1/8W, 1%, 100 RN5SD-1000F TRW 4701-03-1000 19 
R129 R142 R145 R149 

R153 R15E R174 R180 

R197T R2OBT R214 R216 

R49 R57 R73 

R104 R108 R1i1i R155 RES, MF. 1/8W, 1% 1K RNSSD-1001F 4701-03-1001 14 


R165 R168 R200 R257 
R45 R47 R51 R94 RIB 
R99 
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R239 R240 R250 R251 
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R113 R18 R198 R23 
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RES, MF, 1/8w, 


RES, MF, 1/8W, 
RES, MF, 1/8W, 
RES, MF, 1/8W, 
RES, MF, 1/8W, 
RES, MF, 1/8W, 


RES. MF, 1/8W, 


RES, MF. 1/8W, 
RES, MF, 1/8W, 
RES, MF, 1/8, 
RES. MF, 1/8W, 
RES, MF. 1/8W, 
RES. MF, 1/8W, 


RES, MF, 1/8W, 
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1%, 10 RNSSD-10ROF 
1%, 1.1K RNSSD-1101F 
1%, 11K RNSSD-1102F 
1%,1.21K RNSS5D-1211F 
1%, 13K RNSSD-1302F 
1%, 150 RNSSD-1500F 
1%, 1.5K RNSSD-1501F 
1%, 15K RNSSD-1502F 
1%, 150K RNSSD-1503F 
1%, 15 RNSSD-15ROF 
1%, 1. 78K RNSSD-1761F 
1%, 1. 96K RNSSD-1961F 
1%, 200 RNSSD-2000F 
1%, 2K RNSSD-2001F 
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R143 
R166 R170 

R237 R248 

R102 R137 R144 R159 
R186 R230 R242 R245 
R25 R262 R39 

R147 R151 R156 R171 
R188 R189 R19 R254 
R255 R274 R278 RIB 
Rié1 R213 R281 R283 
R187T 

R150 R177 R178 R43 
Ri3i R256 
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4701-03-1501 
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4701-03-1509 
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$701-03-1961 
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4701-03-2372 2 
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4701~03-2491 12 
4701-03-2492 4 
4701-03-2749 1 
4701-03-3011 4 
4701-03-3013 2 
4701-03-3160 5 
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fev. em woe] | 
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RES, MF, MIXED SET 4789-00-0043 
R199 R42 RES, MF, 1/8W, 1%, 4.02K | RNSSD-4021F TRW 4701-03~4021 2 SWITCH STOP 211-33-001 cTs 5104-07-0001 1 
R53 RES, MF, 1/8W, 1%, 100K 
R106 R205 R206 R207 RES, MF, 1/8W. 1%, 464 RNSSD-4640F 4701-03-4640 4 PART OF 4789-00-0043 SWITCH STOP 215-33-001-01-22 cTs 5104-07-0003 3 
@TY(1) 
R201 RES, MF, 1/8W, 1%, 46. 4K | RNSSD-4642F 4701-03-4642 1 DETENT MOD 5104-99-0028 WVTK = |5104~99-0028 1 
R54 RES, MF. i1/4W, 1%, 1M FROM: 5104-01-0010 
RS RES, MF, 1.8W, 1%, 46.4 RNSSD-46R4F 4701-03-4649 i PART OF 4789-00-0043 
@TY(1) DETENT MOD 5104~99-0029 WWTK = [5104-99-0029 1 
R34 RES, MF, 1/8W, 1%, 4. 75K | RNSSD-4751F 4701~-03-4751 i FROM: 5104~01-0010 
RS6 RES, MF. .6W. 1%, 10M ML-181 CADDO |4779-00-0003 t 
R231 R259 RES, MF, 1/8, 1%, 499 RNSSD-4990F 4701-03-4990 2 DETENT MOD 5104-99-0030 WVTK |5104-99-0030 1 
CR3 CR33 CR4 CRS DIODE, ZENER 6. 2V INBZ3A MOT 4%01-01-0823 4 FROM: 5104-01-0010 
R117 R14 R152 R20 R22 RES, MF, 1/8W, 1%, 4. 99K | RNSSD-4991F 4701-03-4991 10 
R232 R26 R27 RB R37 CR16 DIODE 1N4581 MICRO |43901-01-4581 1 WIRE, HU, 2204 15U-BLACK GAVTT |6000-32-2000 1 
R157 RES, MF, 1/8W. 1%, 49. 9K RN3S5D-4992F 4701-03-4992 1 CR19 CR28 CR2P CRBO DIODE FD777 FAIR 4807-02-0777 9 WIRE, HU, 226A 15U-BROWN GAVTT |6000-32-2001 1 
CR31 CR& CR7 CRE CRI 
RAST ROZT RES, MF. 1/8W, 1%, 54.9 RNSSD-54R9F 4701-03-3499 2 WIRE, HU, 226A 15U-RED GAVTT |6000-32-2002 1 
CR1 CR1O CR11 CRI4 DIODE 1N4148 FAIR |4807-02-6666 19 
R235 RES, MF, 1/8W, 1%, 56. 2 RNSSD-S6R2F 4701-03-5629 1 CR15 CR17 CR18 CR20 WIRE, HU, 226A 1SU-ORANGE GAVTT |6000-32-2003 1 
CR21 CR22 CR23 CR24 
R148T R243 R246 RES, MF, 1/8W, 1%, 576 RN5SD-5760F 4701-03-5760 3 CR25 CR32 CR34 CR35 WIRE, HU, 22GA 15U-YELLOW GAVTT |6000-32-2004 t 
CR36 CR37 CR46 
R21 R40 R44 RBS RII RES, MF, 1/8W, 1%, 604 RNSSD-6040F 4701-03-6040 5 WIRE, HU, 22GA 15U-GREEN GAVTT /{6000-32-2005 1 
CRi2 CR13 DIODE 5082-2811 HP 4509-02-2811 2 C 
R215 RZI7 R234 R244 RES, MF, 1/6W, 1%, 61.9 RN5SD-61R9F 4701-03-6199 7 WIRE, HU, 226A 15U-BLUE GAVTT |6000-32-2006 1 
R260 R268 R275 CR2 CR26 DIODE, M/PR, FD-777 164~501-93 WVTK  |48978-00-0004 1 
QTY: 2: 4807-02-0777 WIRE, HU, 226A 1SU-VIOLET GavTT |4000-32-2007 1 
R264 R270 RES, MF. 1/8W, 1%, 681 RNSSD-6810F 4701-03-6810 2 . 
CR3B CRSP CR40 CR41 DIODE, SET, 8-FD-777 182-500-98 WYTK 14898-00-0010 i WIRE, HU, 226A 15U-GRAY GaVTT |6000-32-2008 1 
R46 RES, MF, 1/8W, 1%, 6.98K | RNSSD-6981F 4701-03-6981 1 CR42 CR43 CR44 CR45 QTY: 8: 4807-02-0777 
WIRE, HU, 226A 1 5U-WHITE GAVTT |6000-32-2009 i 
R135 R167 R190 R&O RES. MF, 1/8W, 1%, 750 RNS5SD-7S00F 4701-03-7500 5 @42 TRANS 2N2219A NSC 4901-02-2191 1 
WIRE, HU, 226A 1 5U-WHITE/ORANGE GAVTT |6000-32-2093 1 
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<= 


R70 ‘ 
2N2905A 4901-02-9051 1 NONE WIRE, HU, 22GA 1SU-WHITE/YELLOW GAVTT |6000-32-2094 1 
R133 R136 R138. R160 RES, MF, 1/8W, 1%, 7.5K ‘| RNSSD-7S01F 4701-03-7501 
R164 R261 R246 R77 2N3563 4901-03-5430 | 3 NONE WIRE, HU, 22GA 1 SU-WHITE/GREEN GAVTT |6000-32-2095 i 
R78 
2N3640 4901-03-6400 4 1C3 1¢4 ICS IC LM741CN NSC 7000-07-4100 | 3 
R154 RES, MF. 1/8W 1%, 76.8K | RNSSD-7682F 4701-03-7682 
2N3866 4901-03-8660 | 2 ass @48 IC AD 812 ANDEV |7000-08-1200 | 2 
R125 RES, MF. 1/8W, 1%, 825 RN5SD-8250F 4701-03-8250 
@22 @27 G28 2N3903 4901-03-9030 | 9 ICi IC2 ICé IC MC145@P1 MoT 7¢00-14-5800 | 3 
R238 R249 R58 RES, MF, 1/8W, 1%, 8. 25K | RNSSD-8251F 4701-03-8251 @40 G6 B 
19 IC CA3049T RCA —_- 17000-30-4900 1 
RS9 RES, MF. 1/8W, 1%, 82.5 | RNSSD-G2RS5F 4701-03-8259 @14 @17 @19 2N3905 4901-03-9050 17 
@26 @30 432 Ic? 1¢B8 IC CA3140S RCA ——- |7000-31-4001 2 
R122 RES, MF, 1/8W, 1%, 909 RNSSD-9090F 4701-03-9090 @4 41 046 | 
R271 RES, MF, 1/8W, 1%,90.9 | RNSSD-9OR9F 4701-03-9099 
TRANS 2N5160-18 49701-05-1600 | 2 
R7 RES, MF, 1/4W, 1%, 1M RNGOD-1004F 4701-13-1004 
@3 TRANS 2N5460 4901-05-4600 1 
RES, MF. 1/4W, 1%, 121 RN6OD-1210F 4701-13-1210 
@s TRANS 2N5485 4901-05-4850 i 
RES, MF, 1/4W, 1%, 124 RNGOD-1240F 4701-13-1240 ; 
ai TRANS 2NS486 4701-05-4860 1 
RES, MF, 1/4W, 1%, 698K | RN6OD-6983F 4701-13-6983 
@18 @20 TRANS, M/PR, 2N3563 142-501-52 4978-00-0004 t 
R225 R226 R227 RES, MF, 1/2W, 1%, 49.9 | RN6SD-49R9F 4701-23-4999 QTY: 2: 4901-03-5630 
RES, MF, MIXED SET 4789-00-0043 4789-00-0043 @2 @7 TRANS, SEL, 2N5462 142-501-55 4778-00-0008 | 2 
QTY: 1:4901-05-4620 
RES, MF. 1/8W, 1%, 10K 
PART OF 4789-00-0043 as a9 TRANS, M/PR, 2N5485 142-501-533 4978-00-0009 1 
aTY(1) QTY: 2: 4901-05-4850 
NONE WAFER 147-400 5104-02-0015 | 14 
TITLE ASSEMBLY NO. TITLE ASSEMBLY NO. REV TITLE ASSEMBLY NO. REV 
WAVETEK PCA, GENERATOR 1100-00-0584 WAVETEK PCA, GENERATOR 1100-00-0584 S WAVETEK PCA, GENERATOR 1100-00-0584 s 
-PARTS LIST PACE: 8 PARTS LIST PACE: 10 PARTS LIST PAGE: 12 


REMOVE ALL BURRS DATE 
AND BREAK SHARP EDGES WAY f= T = K 
SAN DIEGO © CALIFORNIA A 


MATERIAL ee ays ENGR oy 
TOLERANCE UNLESS 


FINISH OTHERWISE SPECIFIED 


XXX £.010 ANGLES +1" 
WAVETEK PROCESS Xx. 030 


sooo 


SODE 23338 sHeetr 2 oF D 


1OENT 


- 4 3 2 1 


PARTS LIST 
PCA, GENERATOR 


NOTE. UNLESS OTHERWISE SPECIFIED 


BISHOP GRAPHICS/ACCUPRESS 


BERENS 7 6 5 


THIS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND GESION RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 


NOTE: UNLESS OTHERWISE SPECIFIED 


Oita 


WAVETEK 
PARTS LIST 


TITLE 


PCA, CURRENT LIMITER 


ASSY DRWG, CURRENT 
LIMITER BOARD 


SCHEMATIC GENERATOR 


HEATSINK BRACKET 


CURRENT LIMITER BD 


RES, C, 1/2W, 5%, 4.7 


RES, MF, 1/8, 


1%, 100 


DIQDE, ZENER, 10V 


Ic 


VOLTAGE REGULATOR 


REMOVE ALL BURRS ORAWN 
AND BREAK SHARP EDGES) FIFE Fe ao 


| = 


MATERIAL 


Finetse 
WAVETEK PROCESS 


ORIG-MFGR-PART-NO 


0101-00-1008 


0103-00-0556 
1400-01-5083 
1700-00-1008 
RC2OGF-4R7 
RNSSD~1000F 
1N758A 
LM317T 


LM337T 


ee _ Nt 


TOLERANCE UNLESS 
OTHERWISE SPECIFIED 
ANGLES :1 


BS: ane 


PAGE: 


ASSEMBLY NO. 
1208-00-1008 


1 


free] ee ower] oe 


QTY/PT 


WAVETEK NO. 
0101-00-1008 1 
‘ 
|0103-00-0556 i en 
1400-01-5083 1 
pueaxeeenos 1 
4700-25-0479 2 
4701-03-1000 2 
40 1-01-0758 4 
7000~-03-1700 1 
7000-03-3700 1 


CURPENT LIMITER BD. 


VAVETEK SAN DIEGO © CALIFORNIA A 


ASSEMBLY 


ala 25] 


SHEET or { 


1 


8 7 6 5 ¥ 4 3 2 | 1 
, Cd ee Be Cd ca 
THIS DOCUMENT CONTAINS PROPRIETARY iNFOR- 
MATION AND OESIGN RIGHTS BSELONGING TO 
WAVETEK ANO MAY NOT BE REPRODUCED FOR ANY 
EASON EXCEPT CALIBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 
t 
! | 
| | 
| ; D 
| | 
| 
| Re eee ee ee Tf meme tH HH +e 
SYNC OUTPUT BUFFER 
E8 ao |! a4 ar 6 aa Ee EP 
C23 
Aa hb, (az Lari Ic7__ 1 £42 
= & ablee cq aGrhi il ot | - ul E43 
@ v1 YOIVY  .-c2- V4 (FS £3 Ne | SX 11E27 
co, "¥ C3 py Cly ~ “T IY eal ie Ff = eS 
clo [Pees : FS cae acne eee eamemget 2 2 | a en 
| a ya (E24 E26E30 F8-8 
To d od “C6 E31 
aa zag | E2s £46,585 FB 
Q5 Q7 LY ¥ Vv rar | E29 ae 
1 | riqa! | RA3— Pee 
se sila, | —R43— E44 £47 “<c6ne + 
ron saenl L | _R6 E38 E37 
, cee: a 8 
| | IC] * | E41 
| = | in 
| | oP — | ‘= [Se OUIBUT BUFFERS | : 
| | Q6 —R28— FBOre™ pen EERO 
| | av ae Be Ic10 
REGULATOR LE USE OFLA YS | 
| | J rl 
iz —— oe oP oe ei ee oe —_—=an we AAs bod + ] 
| E12 E13 + FB2 ar erat ex oe | 7 Icn 
| s | Pole ee Y¥V¥VY 
+5Vy—5.2V re eae ees 
REGULATOR _ _!_ _> _. _y _ |_ #24V REGULATOR L Lt be J |_| 7° Baca 
SS Se oe Sn ee oe ee VU 
FBA PULSE WIDTH ONE SHOT l af as elas 2 Dais CN l cgs- 
R4 Sl lgth a ¥¥ < 
| rs Sade Tl F's EW eepiec? 33- 
RFER2E22 log C46- 6 | eS 
+ ARAL waae Lie (,._* ¥ CRAG +] T+ ba tC ate 
cl tou bby td caace YVYVYW Lyset ae -_————_ ~~ ~™ ICR2z pars 35 o 
ei [Sm Zoo Yo D i ad ' —R62— eis ic9_ | HERZ RAD SS Pac 
TLIT TV EF TF “or ans E34, ICRIe RAS Bl °F Gar 
0 rs 4 o2 omin -kso- | -- 
3 Se | $3 (3 a ee B 
g ) Q19 D | -C50- -R44— T “7 
; v IO” Ico FE pao (a a ee pe a esk g 
= =| wy o ud : 
P 1 a | | sae: ed | 4— & |', 0 TRIGGER SQUARING CIRCUIT 
SW3 1) Rt FB6 ROR a yeas TT erQ dada 
l l re axos(] ais 
E36 | aa Lie 
E49 rl coma ? oi3U) 4 n 
+ 1G | epee eae I ey aaa nie os 
B99; OS q Oe eps eee -CR14>1 ee 
r. ) on | ; | | 5 aa 7 | CRI5- t ° 
] | 64 
E22 £19 IC5 | | cla ote Hm Ed 
Zz —R7 0— R2 x 
oN E35 | = 
{ ) A L————-— J U 
\ 1 \ E48 E21 4 | = 
\ Pa —R4—- = / \ ! ? | a 
= C30- 7 \ B . B ™ = 
Heat] A A IC2 a ical 
| oe REMOVE ALL BURRS DATE 
|] Isws £0 ede ESI 0S | 2 [isoonescsnanreoces) | | WAVE TEEIK eon -cuscnna| A 
TRIGGER /PULSE LOGIC | . ieee) BE i: Se 
| pease wreny | TRIG/PULSE COREL 
TOLERANCE UNLESS PARTS LOCHETER. 


NOTE: UNLESS OTHERWISE SPECIFIED 


OTHERWISE SPECIFIED 


FINISH 
XXX +010 


WAVETEK PROCESS 


ANGLES :1 


O100 - 00-0565 


OF 


SHEET 


2 1 


fee] ee oor] or] 


THiS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 


PLATE 
SWITCH WAFER. 


DETENT 
FIXED STOP 


NO. 4-40 x2” PH. SCREW 


a) 


(2) 


Jo" INTERNAL ——— 
TOOTH LOKKWASHER (2) 


3/8” PNL NUT 
% 


TYPICAL HARDWARE 
STACK- UP 


PLATE 
d » RED E2/ 


qe ile 
|| b= lal -*% ===: BRN E20 SW 1 B 
——— ee, WIRING DETAIL 
aoa asa i 
| x DETENT SHOWN FROM 
FRONT WEW IN FULL COUNTER 
) I CLOCKWISE POSITION 
BLK E50 BLK ES/ 


sw2 SW 


AND CREAK SHARP EDGES 12s COD AEE Yn 
 Euboneak seane coces| TEK. SAN DIEGO © CALIFORNIA 
nao 


MATERIAL 


“ss. 


ee ASSEMBLY 
TRIG VA PULSE BD. 

XXX +.010 ANGLES '1 

ooo ro SCALE DWG MODEL NO. OWG NO. REV 
SCALE OlOl-00-O585 |G 


eur: 23338 SHEET 2 of & 


8 7 6 5 4 4 3 2 1 


FINISH 
WAVETEK PROCESS 


NOTE: UNLESS OTHERWISE SPECIFIED 


[eevee dw Jone] wr 
+/5V_E9 | We re Le a 
> P1-6 ECN 1800 _JJRM9-58 
fp [ecw 2090 [oe pasa 
TE |EcN #223 [LITE 6-170 
PF _[ECN 2481 [UTi-Fae | 
| A 13/95, 3/96 tn Barn al D 
[ [36/8 (ce 7) [fa [yey | 


THIS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 


GND E10 
P1-2 
-/5V_Ell 

1N4002 4 Q4 > Pi-7 
ey (TYP 12) RN 71P29 | 
BLUE | | 

Ck/ 29 
2202, 1/2WS% : Ez C 
Fy 2 LAMP F/P 
war/aive =! EIS 55 AMP L/P 
ae | : +/SV REGULATOR 

| 

+24V_ EA q ae 
| 
| 
| 
| 
| 
| 

‘ Vee + 24V REGULATOR 


cm ee ee ee ee ee es 


+5V Elo 


45,-5.2V REGULATOR 


NE Ren ty eA ge PERNA Dee 


LAST REF DES USED 
C67 

C36 

FBS 

(C14 

R72 

SW49 

@2/ 

F2 


| 

RESISTORS ARE I/8W, 1%, ME ee COOPER HON WAVE TERK oer cco -cauromal A 
RESISTANCE /N OHMS (yz Saks | 

CAPACITANCE 1M MICROFARADS Lm 

% «MP IOK RESISTORS 


SCHEMATIC 
TRIG /PUSE BOARD 


143/145 |C103-00-0506| 7 | 
nent __ 23338 SHEET / OF 


8 7 6 5 4 4 3 2 . 


~ mo WA 


FINISH 
WAVETEK PROCESS 


NOTE: UNLESS OTHERWISE SPECIFIED 


8 7 


| 
THIS DOCUMENT CONTAINS PROPRIETARY INFOR- TRIGGER } 
MATION AND DESIGN RIGHTS BELONGING ay SQUARING 
REASON EXCEPT CALIBRATION, OPERATION, AND CKUT 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. | 
+/SV | 
| 
t 
pry E22 
SYNC —> 

QIs | 
2ZN3903 | 
| 
CRIG 
| 
| 
! 
| 
| 
R4O | 
FISK ! 
15V | | 
et cess en ee ms eee ee —) 

R72 

+5V 200 


GENERATOR 
MODE 
SWI-A 


> 45V 


EZ CONT. 
L cw ° 
SW-4 0 JRIG 

NOM. 
MANUAL 


TRIGGER 


V 
L42 
2.21K 
745/40 
De 
as 
7 
5. ¥* NOMINAL VALUE 
CALLED OUT ON P/L, Leet Pe pe 
4. ALL DIODES ARE FD6666 7 am 
A 3. ALL RESISTORS ARE 1/6 W, / To, ME ¢ Led Le 
2. CAPACITANCE IN MICROFARADS Ice \3 
/. RESISTANCE IN OHMS ws v 
V 


NOTE: UNLESS OTHERWISE SPECIFIED 


8 7 


6 


TRIGG ERJPULS E LOGIC 


74LSO8B 


B20 PATRIM) 
22 
SM 


| PULSE WIDTH 
SWS-A 


SELECT 


¥ 4 3 
PULSE DELAY ONE-SHOT 
(MODEL 145 ONLY) 5. tal 
+5V Ec +5A 
CF2 R46 CSE 
-Of a /OK ca¢* Ol 
C55 C37 
O/ 5.6 
A 
45V 3 
‘ 9 | . O/ 
ICH ICH ee 
FASIS2Z 


745132 4p (0K 


PULSE WIDTH ONE-SHOT 
(MODEL /45 ONLY) 


t+ 745140 


13 
vam 
ME-1IC/4 ‘DOE 


(MODEL 145 ONLY) 


| SV Se Cer 
Paneer pr are |e ae ee a aaa 
f > eee | 
R58 ysy ra ic7 \b 
@ 
aoe 7 7ASI40 
C60 FB9 
22, SV +5v—- @ + C62 
22,15 V 
4 9 , 
10/24 
iH 24. it "Sow Sa 
a E57 
49 $499 
ICI4 ae >— PULSE 
7 COF 
ES GND eT 2248 © 
£39 
S— PULSE 
D/SABLE 


CRIT 


RIS 


/0 


wd 
[irs 


E4: 


fo 
“5.2V 
£46 


PULSE OUTPUT BUFFERS 


£47 


VARIABLE 


SH PULSE DELAY 


CRID CR2Z/ CREF 


+ 


44. C45 
/ /0 


CRED 


CR24 CRZe #8 CRZE8 


PULSE WIDTH 


CRS CRBS 


C58 


CR32 


C59 
/ 


CR34 &CR3I6 


STOP/ START 
(MODEL 143 ONLY) 


-/5V 


i 

| 

| 

| 

l 

| 

| 

7 

l CW 
| OFF 

, O—>>-———. P/-$ 
E48 
| 

| 

l 

| 

| 

| 

l 

| 


E49 DETENT SWS 
E50 DETENT SW2 
ES! DETENT SW1 


NOT USED 
£32 
E32 


MATERIAL 


SCHEMATIC 
TRIG/PULSE BOARD 


OTHERWISE SPECIFIED 
XXX 1.010 ANGLES +1 
XX __+.030 


FINISH 
WAVETEK PROCESS 


Zor2 


SHEET 


THIS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 


REFERENCE DESIGNATORS 


NONE 

NONE 

NONE 

NONE 

C27 

C17 C2 C22 C24 C25 
C26 C4 C46 CS C64 C7 
C9? 

€13 Cis 

c30 

C&7 

C31T 

C28T 

C21 C23 

c1 C3 

c10 

C14 C16 

Cé C8 


c29 Cél 


WAVETEK 
PARTS LIST 


R11 R17 


R9? 


R31 


R33 R41 


Ri3 R15 R20 R21 


WAVETEK 
PARTS LIST 


PART DESCRIPTION OR IG-MFGR-PART-NO 


ASSY DRWG TRIG/PULSE 
SCHEMATIC TRIG/PULSE 
PLATE, SW 

BRKT, HEAT SINK 

CAP, CER, 10PF. 1KV 


CAP. CER, MN, .O1MF, SOV 


CAP, CER, MON. . LMF, 50V 
CAP, CER, 22PF, 1KV 
CAP, CER, 33PF, 1KV 


CAP, MICA, 220PF, 500V 


CAP, MICA, S60PF, 300V 
CAP, ELECT, 1O0MF, 16V 
CAP, ELECT, 1000MF, 35V 
CAP, ELECT, 4000MF, 15V 
CAP, ELECT, SOMF, SOV 
CAP. ELECT, SOOMF, SOV 


CAP, TANT, 22MF, 20V 


TITLE 
PCA, TRIGGER/PULSE 


REFERENCE DESIGNATORS PART DESCRIPTION 


CAP, TANT. 33MF, 10V 


TRIGGER /PULSE 


CONN, 9PIN 


SKT, IC, 14 PIN 
SOLDER LUO 
PIN 
STANDOFF 
1.750 H,.250 HEX 
4-40 

FERRITE BEAD 
POT, TRIM, 1K 


POT, SWITCH, 10K 


POT, CONT, 10K 
FROM: 4600-01-0312 


RES, C, 1/2W, 5%, 4.7 
RES, C, 1/2W, 5%, 220 
RES, C, 1W, 10%, 10K 
RES, MF, 1/8W, 1%, 100 


RES, MF. 1/8W, 1%. 1K 


TITLE 
PCA, TRIGGER /PULSE 


NOTE: UNLESS OTHERWISE SPECIFIED 


BISHOP 


CB /ACCUPRESS 
REOR! NO Naeoe 


8 


0101-00-0585 
0103-00-0565 
008-004 
162-308 
DD-100 


» CACO2Z5U103Z100A 


CAC03Z75U104Z03S0A 
DD-220 

DD-330 

DM15-221¥ 
DM15-Sé1u 
500D107G016DC7 
39D 108G0356L6 
TCG402U01 SNIL 
500D506C050DD7 
39D507G0506L4 


202A2002226M3 
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150D336xX9010B2 
1700-00-0565 
09-50-7091 
DILB14P/108 
1497 


08-30-0105 


56~-590-65/3B 
FIARIK 
4602-01-0300 


4609-71~-0303 


RC2O0GF-4R7 
RC2QOGF-221 
RC32EF-103 
RNSSD-1000F 
RNSSD-1001F 


P-~609-M03-F05-440 
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MFOR WAVETEK NO. QTY/PT REFERENCE DESIGNATORS 


WVTK 


0101-00-0585 


0103-00-0565 


1400-00-2130 


1400-00-5143 


1500-01-0011 


1500-01-0310 


1500-01-0405 


1500-02-2011 


1500-03-3011! 


1500~12-2100 


1500-15-6100 


1500-31-0101 


1500-31-0212 


1200-34-0211 


1500-35-0003 


1500-35-0103 


1500-72-2621 


1500-73-3601 


1700-00-03565 


2100-02-0051 


2100-03-0066 


2100-04-0012 


2160-05-0025 


2360-02-0016 


3100-00-0001 


4600-01-0209 


4402-01-0300 


4509-71-0303 


4700-25-0479 


4700-25-2200 
4700-35-1002 
4701-03-1000 


4701-03-1001 


- 


2 
2 
2 


be WAVETEK 
PARTS LIST 


ORIG-MFGR-PART-NO MFGR M4VETEK NO. QTY/PT 


PART DESCRIPTION 


R39 RES, MF, 1/8W, 1%, 1. 5K 
R32 RES, MF, 1/8W, 1%, 15K 
R3S RES, MF, 1/8W, 1%, 1. 78K 
R272 RES, MF, 1/8W, 1%, 200 
R42 RES, MF, 1/8W, 1%, 2. 21K 
R37 RES, MF. 1/8W, 1%, 24. 9K 
R23 RES, MF, 1/8W, 1%, 3. 32K 
R24 RES, MF, 1/8W, 1%, 3. 92K 
R38T RES, MF. 1/8W, 1%, 432 
R7 R8 RES, MF. 1/8W, 1%, 4. 75K 
R10 R16 RES, MF, 1/8, 1%, 499 


Ri2 R14 R25 R34 R40 RES, MF, 1/8W, 1%. 4. 99K 


R28 RES, MF, 1/8W, 1%, 6. 19K 
R36 RES, MF. 1/8W, 1%, 6. 98K 
R26 RES, MF, 1/6W, 1%, 8. 25K 
R1 R2 RES MODULE, 10K 

R29 R3O RES, SET, 2-10K, 1/8W 


TITLE 
PCA, TRIGGER/PULSE 


PART DESCRIPTION 


REFERENCE DESIGNATORS 


QTY: 2: 4701-03-1002 


CR1i3 DIODE 

CRi CRiO CR1i CR12 DIODE 

CR2 CR3 CR4 CRS CRE 

CR7 CRB CRO 

CR14 CRIS CR16 DIODE 

@1 Q13 G14 @15 @5 G6 TRANS 

@3 @7 a8 TRANS 

a4 TRANS 

a2 TRANS 

SW1-A SW1-B WAFER 

6 SWITCH STOP 

Swi DETENT MOD 

FROM: 5104-01-0010 

Sw4. SWITCH, TOGGLE 

NONE WIRE, HU, 22GA 

NONE WIRE, HU, 22CA 

NONE WIRE, HU, 22GA 

NONE WIRE, HU, 22GA 
WAVETEK PCA, TRIGGER /PULSE 

PARTS LIST 


OR IG-MFOGR-PART-NO fea WAVETEK NO. QTY/PT 


RNSSD-1501F 
RNSSD-1 502F 
RNSSD-1781F 
RNSSD-2000F 


RNSSD-2492F 
RNSSD-3321F 
RNSSD-3921F 
RNSSD-4320F 


RNSSD-4751F 


RNSSD-4990F 


RNSSD-4991F 


RNSSD-6191F 


RNSSD-6981F 


RNSSD-8251F 


4310R-101-1 


142-501-64A 


OR IG-MFGR-PART-NO 


1N4581 


1N4002 


1N4148 
2N3903 
2N3905 
TIP~29 
TIP-30 


147-400 


215-33-001-01-22 


$104-99-0031 


7108 P3Y9AV2@G 


15U-BROWN 
15U-RED 
15U-ORANGE 


15U-YELLOW 


RNSSD-2211F 


4701-03-1501 


4701-03-1502 


4701-03-1781 


4701-03-2000 


4701-03-2211 


4701-03-2492 


4701-03-3321 


4761-03-3921 


4701-03-4320 


~ 


4701-03-4751 


Bw KN 


4701-03-4990 


4701-03-4991 


u 


4701-03-6191 


4701-03-6981 


4701-03-6251 


03 4770-00-0008 


47839-00-0019 
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}4601-01-4581 1 


4301-02-0001 12 


4807-02-6666 3 
4901-03-9030 6 
4901-03-9050 3 
4702-00-0290 1 
4962-00-0300 1 
3104-02-0015 2 
5104-07-0003 1 


$104-99-0031 1 


3106-00-0020 1 


6000-32-2001 1 


6000-32-2002 2 
6000-32-2003 2 
: 6000-32-2004 2 
ASSEMBLY NO. REV 
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WAVETEK NO. | QTY/PT 


few] ewe Powe] or) 


REFERENCE DESIGNATORS PART DESCRIPTION ORIG—-MFGR-PART-NO MFOR WAVETEK NO. QTY/PT 


NONE WIRE, HU, 22GA 
NONE. WIRE, HU, 226A 
NONE WIRE, HU, 220A 
NONE WIRE, HU, 22GA 
NONE WIRE, HU, 22GA 
NONE WIRE, HU, 22GA 
NONE WIRE, HU, 22GA 
NONE WIRE, HU, 22GA 
NONE WIRE, HU, 226A 
NONE WIRE, HU, 22GA 
NONE WIRE, HU, 22GA 
NONE WIRE, HU, 226A 
NONE: WIRE, HU, 22GA 
NONE CABLE, COAX, 26AWG 
ci Ic 
a? Ic 
@10 1c 
L 
WAVETEK ECA; TRIGGER/PULSE 
PARTS LIST 


Icé 


1c4 


Ic2 


Q@ll 


WAVETEK 
PARTS LIST 


REFERENCE DESIGNATORS 


PART DESCRIPTION 


15U-GREEN 6000-32-2005 
15U-BLUE 6000-32-2006 
15U-VIOLET 6000-32-2007 
15U~-GRAY 4000-32-2008 
15U-WHITE 6000-32-2009 


15U-WHITE/BLACK 6000-32-2090 


15U-WHITE/BROWN 


6000-32-2091 


15U-WHITE/RED 6000-32-2092 


15U-WHITE/ORANGE 6000-32-2093 
15U-WHITE/ YELLOW 6000-32-2094 
15U-WHITE/GREEN 6000-32-2095 


15U-WHITE/BLUE 6000-32-2096 


15U-WHITE/VIOLET 6000~-32-2097 C 
RG 174/U 6001-40-0001 
MC1456P1i 7C00- 14-5800 
7824 7000-78-2400 
7924 7000-79-2400 
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<< 


ORIG-MFGR-PART-NO 


MFGR WAVETEK NO. QTY/PT 


Ic 


Ic 


1c 


Ic 


VOLTAGE REGULATOR 


Ic 


TITLE 


FCA, TRIGGER/PULSE 


7400 TI 8000-74-0000 1 

74LS00 TI 8000-74-0010 1 

74LS08 TI! 8000-74-0810 1 

74LS74 TI 8000-74-7410 1 

MA7805UC FAIR 8000-78-0500 1 

748140 TI 8007-41-4001 1 B 
{00-00-0885 
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AND BREAK SHARPE ee dl ae 
AND BREAK SHARP EDGES 
WAVE TERK sorcico scsuronn A 


FINISH 
WAVETEK PROCESS 


ni 


PROJENGR fe. 
fae 


TOLERANCE UNLESS 
OTHERWISE SPECIFIED 
XXX £.010 ANGLES :17° 


PARTS LIST 
PCA, TRIGGER/PULSE 


XX 1.030 
IDENT 23338 SHEET | or 1 


20 1 


